
Before use, lip and cheek retractors are to be disinfected with 
tb Minuteman with a contact/immersion time of 1 minute. 
Rinse thoroughly with water and dry. Lip and Cheek Retractors 
are recommended to be disinfected at point of use. Lip and 
Cheek Retractors (Item 41506) are a single use item.

Before use, lip and cheek retractors are to be disinfected.
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